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HRLC 


The RI detector was instaliled on the HP 1084 and 
performance optimisation of the LC system carried out, 
requiring notably detector cell thermostatisation. 

Detection limit for fructose was brought down to 
approximately 1 pg. 


Radiocompounds 


A recovery check by ^C standards was carried out on the 
work-up for organic acids analysis by GC(1). 
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(I) 1 Memo March 25, 1981 1 , from Gruring-D. 
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